PCR is widely used for the amplification of DNA and reverse-transcribed RNA. In recent years, real-time PCR has been introduced as a new technique for mRNA quantitation. However, because of the high cost of real-time PCR equipment and supplies, especially using custom-made probes, quantitative RT-PCR is a valuable alternative method. Several quantitative PCR protocols describe the use of a single competitive standard (2, 6) . The aim of the present study was the development of a protocol using several competitive standards of different sizes to quantify gene expression in a one-tube-amplification procedure.
As a model system, endothelin receptor B mRNA was quantified in human endothelial cells. Endothelin-1 is the most potent vasoconstrictor known to date and mediates its effects in cardiovascular physiology and pathophysiology via binding to endothelin receptors type A or B (ET A and ET B ) (4) . Endothelial cells express ET B receptors only (3, 5) .
Total RNA from primary cultures of human umbilical vein endothelial cells was isolated as previously described (7) . A 702-bp fragment of human ET B was cloned from endothelial RNA by RT-PCR (5). Four internally deleted standards (648, 528, 438, and 355 bp) were constructed using linker primer PCR (2) . Using this approach, target and standards contain the same sense and antisense primer binding sites. We used following primers: ET B sense:  5′-CGAGCTGTTGCTTCTTGGAGT-AG-3′, ET B antisense: 5′-ACGGAA-GTTGTCATATCCGTGATC-3′, linker  1: 5′-CTTGGAGTAGGGTGGTCTCT-GTGGTTCTGG-3′, linker 2: 5′-CTT-GGAGTAGGCAGTTTTACAAGACA-GCAA-3′, linker 3: 5′-CTTGGAGTA-GGACCTGTGAAATGTTGAGAA-3′,  and linker 4: 5′-CTTGGAGTAGCCG-TCTTTTGCCTGGTCCTT-3′ . Standards were cloned into pCR-Script Amp SK + Cloning Vector (Stratagene, La Jolla, CA, USA). Standard identity was confirmed by cycle sequencing using ABI PRISM ® Dye Terminator Cycle Sequencing Ready Reaction Kit on an automated ABI 373A DNA Sequencer (both from Applied Biosystems, Foster City, CA, USA). Database searches of GenBank ® were performed using BLASTN (1) . In vitro transcription of cDNA standards was performed using the RNA Transcription Kit (Stratagene), and cRNA was quantified spectrophotometrically at 260 nm. Standard RT after 3 min at 70°C was done for 1 h at 42°C using cRNA random hexamer primers and SuperScript II RNase HReverse Transcriptase (Invitrogen, Paisley, UK). Afterwards, one-fifth of each RT reaction was amplified by PCR with 20 pmol ET B sense and antisense primers: 1 min at 95°C, 1 min at 69°C, and 1 min at 72°C. PCR fragments were separated by agarose gel electrophoresis, stained with ethidium bromide, and documented by photography using Polaroid ® film type 665. The absorbances of sample specific target and standard copies were estimated by a personal densitometer (Molecular Dynamics, Sunnyvale, CA, USA). Densities of PCR fragments were normalized with a correction coefficient and logarithm of quotient of samplespecific and standard PCR fragment density graphically plotted versus the amount of standard RNA.
With our serial RT-PCR using multiple standards, a one-tube reaction is sufficient to measure the target copy number ( Figure 1 ). For this purpose, a standard mixture including all four standards was used. In this mixture, the highest copy number was assigned to the smallest standard. Each larger standard was added in a 1:2 dilution to the next smaller standard. This standard mixture was diluted and added to a constant amount of total RNA (250 ng) from human endothelial cells. After RT-PCR and gel electrophoresis, the copy number of the target gene was calculated.
Using this approach, target and standard mixtures of four different internally deleted standards can be transcribed into cDNA and subsequently amplified at the same rate. The ET B copy number in human endothelial cells was determined using the serial RT-PCR method using multiple standards (x -± SEM/µg RNA: 1917.8 ± 36.5; n = 4). The method is highly reproducible.
To test the validity of the approach, we compared the well-established competitive approach and our new serial RT-PCR using multiple standards (Figure 2A ). An identical copy number of target and standard cDNA was used in each approach. Both competitive and serial RT-PCR using multiple standards were carried out in a parallel manner. We found no significant difference in deviation between the two approaches. In both cases, a difference of approxi- mately 10% from the predicted target fragment was calculated. The difference between the empirically, PCRbased, calculated target concentration and the theoretically, densitometerbased measured concentration was 12.4% ± 1.8 (x -± SEM; n = 16) for competitive PCR, 8.9% ± 2.0 (x -± SEM; n = 13) for multistandard-assisted RT-PCR. Different amounts of target copy numbers did not interfere with the results of quantitation by serial RT-PCR using multiple standards ( Figure 2B ). With three dilutions of 1:2, the concentration of the highest and lowest standards differed by a factor of 8. The working range may be even bigger. If the target gene expression falls outside the range of the original dilution, then an additional dilution might be needed. The sensitivity of the competitive and the serial competitive approaches was not different. Furthermore, different numbers of cycles did not interfere with the results. However, the reliability of this approach has to be tested very carefully for every specific application.
In summary, the competitive and the serial, multiple-standard approaches of quantitative RT-PCR were shown to be highly sensitive and specific. We have generated a novel application of the competitive RT-PCR technique, the serial RT-PCR using multiple standards. This new approach of quantitative RT-PCR could be used in a variety of experimental and clinical applications. Even while establishing that the technique could initially take longer to generate additional standards and adapt them to the protocol, this method has several advantages. First, it can be performed in every laboratory with no need for any additional equipment. Second, all components are identical with chemicals that are already in use for standard PCR. Third, procedures can be more easily automated during PCR and the calculation of copy number. Furthermore, this one-tube technique enables the laboratory staff to quantify gene expression on a lower-cost level and in shorter time. In addition, the method allows the efficient quantitation of mRNA expression even in microbiopsies (from 5 to 2 mg tissue). Finally, these advantages do not interfere with the typical high specificity and sensitivity of quantitative RT-PCR. Cells of the innate immune system sense host invasion by detecting structural determinants that are broadly conserved among pathogens of a given phylogenetic group (4). The lipopolysaccharides (LPSs or endotoxins) that decorate the outer membrane of Gramnegative bacteria are excellent examples of such determinants. In response to minute concentrations of LPS derived from certain Gram-negative bacteria, macrophages secrete cytokines such as tumor necrosis factor (TNF), interleukin-1 (IL-1), and IL-6, which contribute to the containment of the infection and help to initiate a specific immune response. Overstimulation of the innate immune system through this channel can lead to acute systemic inflammation and shock (2,11).
Evidence for genetic control of response to LPS was provided in studies of C3H/HeJ (9) and C57BL/10ScCr (3) mouse strains, which are highly resistant to the deleterious biologic effects of LPS. This resistance is due to defects in the gene encoding the transmembrane Toll-like receptor 4 (TLR4) (7) .
Recently, two co-segregating missense mutations, Asp299Gly and Thr399Ile, which are caused by an Ato-G transition at nucleotide 2326 and a C-to-T transition at nucleotide 2626, were identified in a group of individuals with LPS-hyporesponsiveness to inhaled LPS. Transfection experiments demonstrated that the conversion of Asp299 to Gly interrupts TLR4-mediated LPS signaling, leading to a decreased response to incorporated LPS associated with increased susceptibility to Gram-negative bacteremia. For Thr399Ile the data are not yet clear and still await confirmation (1) . Both polymorphisms in the TLR4 gene could constitute an important prognostic factor in patients with generalized bacteremia or septic shock.
Lorenz et al. (6) found that the TLR4 mutations mentioned above in either transplant recipients or donors or both are associated with a reduced risk of acute graft versus host disease (GVHD) but may increase the risk for infection with Gram-negative bacteremia. However, the associations were not statistically significant, probably due to small sample size (6) .
It has been reported that TLR4 is expressed by macrophages in murine and human lipid atherosclerotic lesions, suggesting that TLR4 may provide the pathophysical link between lipids, infection/inflammation, and atherosclerosis. Thus, it is tempting to speculate that the co-segregating missense mutations Asp299Gly and Thr399Ile may be involved in the pathogenesis of atherosclerosis (12).
To address this question, studies with large numbers of patients will be required, and fast and economic assays that can be performed with standard PCR equipment are highly desirable.
Therefore, we developed a mutagenically separated multiplex PCR for the simultaneous detection of both known mutations in the TLR4 gene. The mutagenically separated PCR we developed is a single-tube, PCR-based technique that relies on allele-specific primers that differ in length by 8 bp. Base mismatches in the allele-specific primers introduce deliberate differences into the allelic PCR products that minimize cross-reactions of the PCR products in subsequent cycles. Because of the 8-bp length difference, the alleles are easily discernible by electrophoresis on high-resolution gels.
We first determined the genotypes in the TLR4 gene in 52 individuals using a published protocol (6) in which TLR4 sequences are amplified by PCR and the mutations are detected by restriction enzyme digestion. Aliquots of 5 µL PCR product were digested with NcoI (TLR4 Asp299Gly) and HinfI (TLR4 thr399Ile) at 37°C overnight and electrophoresed on Novex 6% polyacrylamide gels (Invitrogen, Carlsbad, CA, USA). DNA was extracted from citrated venous blood using the Purgene ® DNA Isolation Kit (Gentra System, Minneapolis, MN, USA). Generally, the blood was frozen at -20°C within 3-5 h after sampling. For each DNA sample, the quality was controlled by agarose gel electrophoresis.
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